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     Nano-electrospray ionization (nano-ESI) typically refers to an electrospray emitter that operates
at a flow rate between 10 to 100 nanoliters/min.  Nano-ESI possesses all the advantages of a
traditional (macro) electrospray source for mass spectrometry and additionally is very useful for the
analysis of “precious” samples available only in limited volumes.   A nano-ESI emitter usually
consists of a glass capillary with a tip pulled to a narrow internal diameter.  The electrospray
voltage is applied to the solution by either a metal coating on the outside of the capillary or a metal
wire inside the capillary.  The particular nano-spray geometry, as well as the metal used to make
electrical contact, can affect the electrolytic reactions that occur to maintain charge balance in the
ESI solution [1].  Under different experimental conditions it is possible for either analytes, the ESI
metal contact, or the solvent to undergo redox chemistry.

Electrolytic Oxidation of Water.  When using a high voltage metal contact that is not
easily oxidized, oxidation of water (eq.1) supplies
the charge-balancing current [2], viz.,

    2H2O ⇔ O2
+ 4H

+ + 4e
−

 (eq. 1).  The
concentration of protons added to the solution due to
this reaction is given by eq. 2, viz. [H+]elec =
iESI/nFνf (eq. 2),  where iESI is the ESI current, F is
Faraday’s constant, and νf is the solution flow rate.
Figure 1 shows time lapse photographs of a nano-
electrospray tip containing a water solution of the pH
indicator congo red with a Pt wire contact.  The
initial pH of this solution is 5.5.  After
electrospraying continuously for 70 min, a color
change to blue is observed at the wire tip showing
that the pH of the solution exiting the capillary is
now ~ 3.  With time the blue form of the dye is
observed toward the back of the nano-spray tip as
illustrated by the picture taken at 90 min.  This
indicates that either protons or the blue form of the
indicator migrate upstream.  This is somewhat
surprising since the blue form of this dye is
positively charged in solution.  Figure 2 shows the pH of the ESI solution at the wire tip as a
function of time.  Each point on the graph was obtained with a different pH indicator dye.  After 2
hours of electrospraying the pH of the solution using a Pt wire contact is 1.0, a change of 6 pH
units!  Either adding a buffer such as ammonium acetate to the solution or using a stainless steel
wire instead of Pt (Figure 2) reduces the magnitude of the pH change.  The stainless steel wire acts
as either a redox buffer [2] or supplies the major charge balance via corrosion.  For many analytes
the gas-phase abundance of ions in an ESI mass spectra qualitatively reflect the abundance of these

Figure 1.






